
NeuterReady Process
The following is the complete testing process for the NeuterReady androgen bioactivity test. 
If you have any questions please contact testing@insitugen.com.

Collect serum sample from the animal to be tested

Return the completed sample form to: testing@insitugen.com, and/or include with the 
sample package.

• Obtain a 1ml whole blood sample, collected in a glass or plastic tube
• Please ensure EDTA is not used.
• Separate the whole blood via centrifugation to obtain the serum fraction. The serum 

fraction will be approximately ~0.5 ml for a 1 ml whole blood sample. Follow existing 
separation techniques as used in your clinic.

• Transfer this serum fraction to a clean sample tube using a clean pipette
• Close the tube tightly, or seal with parafilm
• Label the tube with identifiable information - e.g. veterinarian, animal, and clinic refer-

ence.
• Samples can be kept at room temperature (~10-20°C) before sending via courier at 

room/ambient temperatures.

InsituGen Limited
Attention: Veterinary Testing
Thermal Building
(behind Lindo Ferguson Building)
266 Great King St
Central Dunedin
9016 Dunedin

Complete sample form with Veterinarian and Animal details

• To download sample forms, visit: www.neuterready.vet

NeuterReady is intended to provide veterinarians data on dogs prior to neutering. There 
are no age, size, or breed requirements. Currently NeuterReady is only available to 
screen male dogs that are being considered for surgical sterilisation/neutering.

1

2

Send the labelled tube containing the serum sample to be tested in a sealed package via 
courier to:
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